Federal Democratic 
Republic of Ethiopia 

a^ EDICT OF GOVERNMENT "^l 



In order to promote public education and public safety, 
equal justice for all, a better informed citizenry, the rule 
of law, world trade and world peace, this legal document is 
hereby made available on a noncommercial basis, as it is 
the right of all humans to know and speak the laws that 
govern them. 

ET ISO 8534 (2012) (English) : Animal 
vegetables fats and oils - Determination 
of water content - Karl Fisher method 
(pyridine free) 



'A 



ISO inside' 




BLANK PAGE 




^*-:gv 




^^35^* 



PROTECTED BY COPYRIGHT 



ETHIOPIAN ES ISO 8534:2012 

STANDARD 



First edition 



Animal and vegetable fats and oils- 
Determination of water content- — Karl Fischei 
method (pyridine free) 

(Identical with ISO 8534:2008) 



ICS: 67.200.10 

Published by Ethiopian Standards Agency 
©ESA 




ES ISO 8534:2012 



Foreword 

This Ethiopian Standard has been prepared under the direction of the Technical Committee for Animal 
and vegetables fats and oils (TC 23) and published by the Ethiopian Standards Agency (ESA). 

The standard is identical with ISO 8534:2008, Animal and vegetable fats and oils - 
Determination of water content -- karl fischer method (pyridine free), published by International 
Organization for Standardization (ISO). 

For the purpose of this Ethiopian Standard, the adopted text shall be modified as follows. 

• The phrase "International Standard" shall be read as "Ethiopian Standard"; and 

• A full stop (.) shall substitute comma (,) as decimal marker. 



ETHIOPIAN STANDARD ES ISO 8534:2012 



Animal and vegetable fats and oils — Determination of water 
content — Karl Fischer method (pyridine free) 



1 Scope 

This International Standard specifies a method for the determination of the water content of animal and 
vegetable fats and oils (hereinafter referred to as fats) using Karl Fischer apparatus and a reagent which is 
free of pyridine. 



2 Normative references 

The following referenced documents are Indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced 
document (including any amendments) applies. 

ISO 661 , Animal and vegetable fats and oils — Preparation of test sample 



3 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

3.1 

water content 

mass, in grams per 100 g of sample, of water as determined in accordance with the method specified in this 
International Standard 

NOTE The water content is expressed as a percentage mass fraction. 



4 Principle 

Dissolved fat is titrated against an iodine solution and sulfur dioxide (SO2) is oxidized by iodine in the 
presence of water. In principle, the chemical reaction in Equation (1) takes place: 

H2O + I2 + SO2 + CH3OH + 3RN -^ [RNH]S04CH3 + 2[RNH]I (1 ) 

The alcohol reacts with SO2 and a nitrogenous base (RN) to form an intermediate alkylsulfite salt, which is 
then oxidized by iodine to an alkylsulfate salt. This oxidation reaction consumes water contained in the sample. 
The end point is monitored potentiometrically. 



5 Reagents 

WARNING — Comply with any local regulations which specify the handling of hazardous substances. 
Technical, organizational and personal safety measures shall be followed. 

It is recommended that "ready for use" working solvents be used, either one-component reagents (5.1.1) or 
two-component reagents (5.1.2). Reagents with a titre of 1 mg and 2 mg water per millilitre are required for 
acceptable performance. 
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5.1 Karl Fischer reagents, consist of one-component reagents or two-component reagents for volumetric 
determination. 

5.1.1 One-component reagents, contain aii tine reactant in the titrant solution: iodine, sulfur dioxide, and 
imidazole, dissolved in a suitable alcohol. Methanol is typically used as the working medium in the titration cell. 

Absolute methanol is the solvent of choice. But for fats and oils, use a mixture of absolute methanol and 
absolute chloroform (the methanol content should be at least 25 % volume fraction, or optimally 50 % volume 
fraction). 

5.1.2 Two-component reagents, consist of all necessary reactants for the titration, but in two different 
solutions. The titrating agent (usually known as the titrant) contains only iodine and methanol, while the 
solvent containing the other Karl Fischer reaction components is used as the working medium in the titration 
cell. 

5.2 Water standard, commercially prepared standard with a certified concentration of 10 mg/g (1,0 % mass 
fraction). 



6 Apparatus 

Usual laboratory apparatus and, in particular the following. 

6.1 Karl Fischer apparatus, set up according to the manufacturer's recommendations for the 
determination of water in fats and oils. Set up and conduct protocols for routine maintenance as 
recommended by the manufacturer. Use an airtight vessel and do not place the instrument in high humidity 
areas. Do not place instruments or handle samples near water sources such as taps, sinks, and dishwashers 
in the laboratory. 

6.2 Analytical balance, readable to the nearest 0,1 mg. 

6.3 Syringes, of capacity 1 ml, 2 ml, 5 ml, 10 ml, and 20 ml. 

To ensure accurate and reproducible results from the water standard, use a glass gastight syringe. For water 
standard 10,0, use a 10 ml syringe, and for either the water standard 1,00 or 0,10, use a 5 ml syringe. In 
addition to the appropriate size syringe, use a needle that is long enough to allow for a subsurface injection 
when injecting through the instrument's septum. 



7 Sampling 

A representative sample should have been sent to the laboratory. It should not have been damaged or 
changed during transport or storage. 

Sampling is not part of the method specified in this International Standard. A recommended sampling method 
is given in ISO 5555. 



8 Preparation of the test sample 

Prepare the test sample in accordance with ISO 661. 

The determination of water is conducted by adjusting the sample size to have between 1 mg and 100 mg 
water for the volumetric titration (the main body of this International Standard) and between 10 |jg and 10 mg 
for the coulometric titration (Annex B) using Karl Fischer instruments and reagents which have been validated 
with standard water solutions over the necessary range. For the volumetric determination, a minimum amount 
of 0,5 ml Karl Fischer reagent shall be used for the titration. 
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9 Procedure 

9.1 Titre 

The titre shall be determined daily for each bottle of titrant. 

9.1 .1 Prepare the instrument according to the manufacturer's recommendations for calibration. 

9.1.2 Add 20 ml to 40 ml of working solvent (5.1) to the titration vessel. The solvent should cover the 
platinum electrodes. 

9.1 .3 Titrate the vessel to a stable dry endpoint. 
CAUTION — Take care not to overtitrate. 

9.1.4 Determine the titre of the titrant using the water standard (5.2) and a syringe (6.3). Sample mass is 
determined by difference. 

9.1.4.1 Weigh, to the nearest 0,1 mg, approximately 1 g of the water standard into a syringe, placed on 
the analytical balance (6.2). 

Upon opening the ampoule, withdraw a small portion of the standard to rinse the syringe — 1 ml to 2 ml is 
sufficient. Rinse the entire interior of the syringe and discard the rinsings. Then immediately transfer the 
remaining standard to the syringe and expel any air bubbles. Using mass by difference make at least three 
injections from the syringe. 

9.1.4.2 When the mass displayed is stable, tare the balance. 

9.1.4.3 Inject the water sample into the titration vessel and close the vessel. 

9.1.4.4 Place the syringe back on the balance. Record the mass of the water injected to the nearest 
0,1 mg. The mass will be displayed as a negative value. 

9.1.4.5 Enter the sample mass in the instrument. 

9.1.5 Start the titration and record the titre when a stable endpoint is reached. Some instruments may 
require calculation of titre from the displayed percentage of water. 

9.1 .6 Average a minimum of three titre determinations. Record the arithmetic average. 

9.1 .7 Update the instrument titre value with the new setting. 

The titre, yOtitrant' '" rnilligrams per millilitre, can be calculated from Equation (2): 

_ m^ >^H20,s ,-, 

/'titrant - 7} W 

''^titrant 

where 

OTg is the mass, in grams, of the water standard; 

wh o s '2 ^^^ water content of the certified water standard; 

^titrant '^ ^^^ volume, in millilitres, of the titrant used. 
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9.1.8 Titre should not change significantly from day to day with routine operation unless a fresh bottle of 
titrant has been opened. A problem may exist if more than a 10% relative change in titre occurs between 
days for the same bottle of titrant. If the instrument has been set up more than 12 h before use, the burette 
should be flushed and the titrant vessel refilled prior to determination of titre. Change the desiccant on the 
reagent bottles as recommended by the manufacturer to minimize the drift in reagent titre. 

9.2 Test portion 

9.2.1 By means of a syringe, weigh and introduce a portion of the sample into the instrument using the 
target masses shown in Table 1 . At least 0,5 ml Karl Fischer reagent shall be used for the titration. 

Table 1 — Test portion sizes for the volumetric titration 



Water content in the test 
portion 

% mass fraction 


IMin. mass of test 
portion^ 

g 


Water content in the test 
portion 

mg 


0,001 


20 


0,2 


0,01 


20 


2 


0,1 


5 


5 


1 


1 


10 


5 


0,2 


10 


10 


0,1 


10 


20 


0,05 


10 


^ The exact test portion mass depends on the precision required and the burette used. However, 
the test portion mass shall not be greater than the solvent mass. The maximum mass ratio of test 
portion to solvent is 1 + 1 . 



9.2.2 Test portion masses are determined by difference. 



9.2.2.1 
9.2.2.2 
9.2.2.3 

9.2.2.4 

0,1 mg. 



Place the test portion, in an appropriately sized syringe, on the balance. 

When a stable weight has been achieved, tare balance. 

Immediately transfer the test portion from the syringe to the reaction vessel. 

Place the syringe back on the balance. When the weight is stable, record the mass to the nearest 



9.3 Determination 

9.3.1 Add 20 ml to 40 ml working solvent (5.1 ) to the titration vessel. The solvent should cover the platinum 
electrodes. 

9.3.2 Titrate the vessel to a stable dry endpoint. 
CAUTION — Take care not to overtitrate. 

9.3.3 Weigh and introduce the test portion into the instrument according to 9.2. 

9.3.4 Record the moisture content of the test portion when a stable dry endpoint is reached. 

9.3.5 Up to six test portions may be assayed before replacing and pre-titrating the working solvent. 
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9.3.5.1 Replace the working solvent if a precipitate forms indicating that the test portions have not fully 
dissolved. 

9.3.5.2 Pre-titrate the working solvent if there is more than a 10 min delay between running test portions 
on the same vessel of working solution. 

9.3.5.3 The amount of solvent in a two-component solvent system added to the titration vessel 
determines the maximum amount of water that may be titrated. The volume of solvent or mixed solvent should 
provide 60 mg to 100 mg of water capacity. 

9.3.5.4 The number of test portions that may be titrated before replacing and redrying the working 
solution depends on sample solubility, reagent capacity of two-component reagent systems, and vessel 
capacity. The initial volume of working solvent added using the two-component reagents sets a maximum 
amount of water that can be titrated. The selection of six test portions serves as a guideline but may vary 
based on water content, reagent titre, and sample solubility. 



10 Expression of results 

Calculations completed automatically by the instrument. 

The water content, w^ q y, in grams per 100 g of test portion, is calculated from Equation (3): 

^titrantPH2Ox''00 ,„, 

^ m^x^ 000 

where 

^titrant '^ *'^^ volume, in millilitres, of titrant used; 

P\-\ o is the titre (water equivalent of the reagent, in milligrams of water per millilitre); 

«( is the mass, in grams, of the test portion. 

1 1 Precision of the method 

11.1 Interlaboratory test 

Details of an interlaboratory test on the precision of the method are summarized in Annex A. The values 
derived from this interlaboratory test may not be applicable to concentration ranges and matrices other than 
those given. 

11.2 Repeatability 

The absolute difference between two independent single test results, obtained with the same method on 
identical test material in the same laboratory by the same operator using the same equipment within a short 
interval of time, will in not more than 5 % of cases exceed the values of r given in Table A.I . 

11.3 Reproducibility 

The absolute difference between two single test results, obtained with the same method on identical test 
material in different laboratories by different operators using different equipment, will in not more than 5 % of 
cases exceed the values of 7? given in Table A.I. 
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12 Test report 

The test report shall include at least the following information: 

a) all information necessary for the complete identification of the sample; 

b) the sampling method used, if known; 

c) the test method used, with reference to this International Standard; 

d) the result(s) obtained; 

e) if the repeatability has been checked, the final quoted result obtained; 

f) any operating details not specified in this International Standard, or regarded as optional, together with 
details of any incidents which may have influenced the test result(s). 

For further information on the test report, refer to ISO/IEC 17025:2005, 5.10. 
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Annex A 

(informative) 

Results of interlaboratory tests 



An international collaborative test involving 22 laboratories in five countries was carried out on the following 
samples: 



A Medium chain triglyceride oil with 3 % water 

B Sample A/ Vegetable oil (1+1) 

C Sample A/Vegetable oil (1 + 3) 

D Castor oil 



E Castor oil /Vegetable oil 

F Extra virgin olive oil 

G Vegetable oil 

H Vegetable oil 



The test was organized by the German member body (DIN) in 2006 and the results obtained were subjected 
to statistical analysis in accordance with ISO 5725-1121 and ISO 5725-2P1 to give the precision data in 
Table A.1 for the volumetric method. 

Table A.1 — Statistical results for the volumetric method 



Sample 


A 


B 


C 


D 


E 


F 


G 


H 


No. participating 
laboratories, iip 


10 


12 


12 


14 


14 


14 


14 


13 


No. laboratories retained 
after eliminating outliers, 


9 


10 


10 


14 


12 


12 


12 


11 


No. test results in all 
remaining labs. 


18 


20 


20 


28 


24 


24 


24 


22 


Mean water content, 

w^Hjct. g/ioog 


2,939 


1,439 


0,728 


0,295 


0,181 


0,075 


0,044 


0,0104 


Repeatability standard 
deviation,.?^, g/100g 


0,025 


0,015 


0,015 


0,008 


0,003 


0,003 


0,002 


0,001 


Coefficient of variation of 
repeatability, CV(r), % 


0,8 


1,1 


2,1 


2,7 


1,6 


4,4 


4,8 


10,1 


Repeatability limit, r, 

g/100g 


0,070 


0,043 


0,043 


0,022 


0,008 


0,009 


0,006 


0,002 9 


Reproducibility standard 
deviation, .v^, g/100 g 


0,144 


0,024 


0,021 


0,022 


0,008 


0,005 


0,005 


0,002 7 


Coefficient of variation of 
reproducibility, C\/{R), % 


4,9 


1,7 


2,9 


7,5 


4,2 


6,9 


10,4 


26,4 


Reproducibility limit, R, 

g/100 g 


0,403 


0,068 


0,060 


0,062 


0,021 


0,015 


0,013 


0,007 6 
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Annex B 

(informative) 

Information and precision data on tlie use of tlie coulometric metliod 



While the volumetric method specified in the main body of this International Standard is used for the 
determination of higher milligram levels of water (high level moisture), the coulometric method is used for 
moisture levels in the range 10 |jg to 10 mg of water in a sample (low level moisture). But, depending on the 
amount of test sample, both methods can be used for high and low level moisture determination. With the 
coulometric Karl Fischer titration, the amount of water is determined by measuring the quantity of electric 
charge, in coulombs, generated during the titration. The electric charge is calculated by multiplying the current, 
in amperes, by the titration time, in seconds. According to Faraday's law, 2 x 96,485 C are needed to 
generate 1 mole of iodine, and one molecule of this iodine subsequently reacts with one molecule of water 
during the Karl Fischer reaction. 

In the coulometric variation of the Karl Fischer determination of water, iodine necessary for the reaction with 
water is produced by the anodic oxidation of iodide. Instead of dispensing Karl Fischer reagent as in 
volumetric Karl Fischer titration, the Karl Fischer instrumentation actually generates the reagent inside the 
reaction cell. A current flows through the reagent generating iodine at the anode electrode. The iodine 
produced is proportional to the quantity of electricity consumed. The commercial instruments which have been 
developed to make use of this principle are sophisticated, usually being fully automated and computerized. 
Such an instrument contains two cells, anodic and cathodic, separated by a membrane and containing 
electrolytes into which platinum electrodes dip. The reaction takes place in the anodic cell. The rest of the 
instrument facilitates the reaction, the measurement of the number of coulombs of charge consumed and its 
conversion into the water content. Based on the Faraday law relationship between electric charge and amount 
of substance, the exact amount of iodine generated is determined. Since one molecule of water reacts with 
one molecule of iodine, the amount of water can be calculated. 

The coulometric method is more sensitive than the volumetric method and permits the determination of lower 
water contents (see Table B.I). It is also sensitive to atmospheric moisture and chemical side reactions. 

Table B.1 — Sample sizes 



Water content in the sample 

% mass fraction 


Sample mass 

g 


Water content in the sample 

mg 


0,000 1 


10 


0,01 


0,001 


10 


0,1 


0,01 


5 


0,5 


0,1 


2 


2 


1 


0,2 


2 



An international collaborative test involving 22 laboratories in five countries was carried out on the following 
samples: 



A Medium chain triglyceride oil with 3 % water 

B Sample A/ Vegetable oil (1 + 1 ) 

C Sample A/ Vegetable oil (1 + 3) 

D Castor oil 



E Castor oil /Vegetable oil 

F Extra virgin olive oil 

G Vegetable oil 

H Vegetable oil 



©ESA 



ES ISO 8534:2012 



The test was organized by the German member body (DIN) in 2006 and the resuits obtained were subjected 
to statistical analysis in accordance with 130 5725-1^1 and ISO 5725-2I21 to give the precision data in 
Table B.2 for the coulometric method. 



Table B.2 — Statistical data for the coulometric method 



Sample 


A 


B 


C 


D 


E 


F 


G 


H 


No. participating 
laboratories, iip 


11 


14 


13 


14 


14 


15 


15 


15 


No. laboratories retained 
after eliminating outliers, 


11 


14 


10 


13 


11 


12 


11 


12 


No. test results in all 
remaining labs. 


22 


28 


20 


26 


22 


24 


22 


24 


Mean water content, 


2,994 


1,436 


0,708 


0,284 


0,178 


0,075 3 


0,043 8 


0,007 1 


Repeatability standard 
deviation, s^., g/100 g 


0,041 


0,037 


0,010 


0,006 


0,003 


0,000 7 


0,000 6 


0,000 4 


Coefficient of variation of 
repeatability, CV(r), % 


1,4 


2,6 


1,4 


2,3 


1,5 


0,9 


1,3 


5,1 


Repeatability limit, r, 

g/100 g 


0,116 


0,103 


0,027 


0,018 


0,007 


0,001 9 


0,001 6 


0,001 


Reproducibility standard 
deviation,.?^, g/IOOg 


0,214 


0,079 


0,030 


0,013 


0,007 


0,002 1 


0,001 


0,001 5 


Coefficient of variation of 
reproducibility, C\/{R), % 


7,1 


5,5 


4,2 


4,6 


3,8 


2,8 


2,3 


21,1 


Reproducibility limit, R, 

g/100 g 


0,599 


0,220 


0,084 


0,036 


0,019 


0,005 8 


0,002 8 


0,004 2 
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Organization and Objectives 

The Ethiopian Standards Agency (ESA) is the national standards body of Ethiopia 
established in 2010 based on regulation No. 1 93/20 lO.ESA is established due to the 
restructuring of Quality and Standards Authority of Ethiopia (QSAE)^which was 
established in 1970. 





ESA 's objectives are:- 



♦ Develop Ethiopian standards and establish a system that enable to 
check weather goods and services are in compliance with the 
required standards, 

♦ Facilitate the country's technology transfer through the use of 
standards, 

♦ Develop national standards for local products and services so as to 
make them competitive in the international market. 

Ethiopian Standards ^^^ 

The Ethiopian Standards are developed by national technical committees which are 
composed of different stakeholders consisting of educational Institutions, research 
institutes, government organizations, certification, inspection, and testing 
organizations, regulatory bodies, consumer association etc. The requirements and/ 
or recommendations contained in Ethiopian Standards are consensus based that 
reflects the interest of the TC representatives and also of comments received from 
the public and other sources. Ethiopian Standards are approved by the National 
Standardization Council and are kept under continuous review after publication and 
updated regularly to take account of latest scientific and technological changes. 
Orders for all Ethiopian Standards, International Standard and ASTM standards, 
including electronic versions, should be addressed to the Documentation and 
Publication Team at the Head office and Branch (Liaisons) offices. A catalogue of 
Ethiopian Standards is also available freely and can be accessed in from our 
website. 



V 



ESA has the copyright of all its publications. No part of these publications may be 
reproduced in any form without the prior permission in writing of ESA. 
International Involvement 

ESA, representing Ethiopia, is a member of the International Organization for 
Standardization (ISO), and Codex Alimentarius Commission (CODEX). It also 
maintains close working relations with the international Electro-technical 
Commission (lEC) and American Society for Testing and Materials (ASTM).It is a 
founding member of the African Regional Organization for standardization 
(ARSO). 



More Information ? 
Contact us at tite following address. 

The Head Office of ESA is at Addis Ababa. 

Son- 646 06 85, Oil- 646 05 65 
^011-646 08 80 
El 2310 Addis Ababa, Ethiopia 
E-mail: info@ethiostandards. org. 
Website: www.ethiostandards.org 
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